Cochlear implants (CIs) are neuroprosthetic devices that restore hearing in deaf patients. They consist of a linear electrode array surgically inserted into the scala tympani of the cochlea. In this position the array directly stimulates the spiral ganglion neurons (SGNs), bypassing lost or nonfunctioning sensory hair cells. In order to reduce the energy needed to stimulate the SGNs, we attempted to improve the conductivity between the electrode CI by creating conductive nanocomposites. We assessed the functional modification of CI platinum (Pt) pads by using multiwalled carbon nanotubes (MWCNTs) either alone or in combination with a conductive polythiophene phase, to obtain conductive nanocomposites (NCs). A novel functional poly(EDOT 3 :EDOT-COOH 1 ) copolymer was synthesized by liquid-phase oxidative polymerization (LPP) of both 3,4-ethylenedioxythiophene (EDOT) and carboxylated EDOT (EDOT-COOH) monomers. Molar ratios of monomers EDOT 3 :EDOT-COOH 1 were obtained and a poly(EDOT 3 :EDOT-COOH 1 ) polymeric phase was further incorporated with oxidized MWCNTs (ox-MWCNTs) to obtain a homogeneous conductive NC phase. Immobilization of single components or NC onto Pt electrodes using cysteamine-based covalent modification has been achieved and characterized. Impedance spectroscopy of Pt-modified electrodes showed a reduced resistance at different frequencies for the specific NC consisting of poly(EDOT 3 :EDOT-COOH 1 )/SH/ox-MWCNTs/SH (1:1 wt%). Finally, we revealed the functional outcome of these nanostructured chemical modifications concerning the stimulation of SGN in vitro using multielectrode arrays (MEAs). We aimed at reducing the energy needed to stimulate the SGNs and obtain an effective neuronal response. This has been observed for Pt electrodes modified with NC.
Introduction
The cochlear implant (CI) has become the gold standard in the treatment of children and adults with congenital or acquired deafness 1 . This neuroprosthesis consists of an electrode array surgically inserted into the cochlea in order to directly stimulate the spiral ganglion neurons (SGNs). Because of its complexity, it has to meet high standards, particularly in terms of the biocompatibility and conductivity of the CI surface components 2 . In order to achieve the best surface modification of the microelectrode array, it is necessary to find new materials and technologies to fabricate microelectrodes that will be useful for recording, and stimulation.
Conductive polymers (CPs) can be used for the nanofabrication of metal contacts in microelectrode arrays and in the case of CIs potentially offer the benefit of improving their mechanical and electrical properties 3 . A unique advantage of conducting polymers is that various substances can be doped into the polymer matrix for different purposes, including decreasing the interface impedance 4, 5 and improving the adhesion and extension of neurons on the surface of electrodes 6, 7 . CPs have been utilized for coating metallic electrodes and have displayed excellent performance delivering charge in the neuroprosthetic interface 3, 8, 9 . Of the conducting polymers, poly (3,4- ethylenedioxythiophene) (PEDOT) has been extensively studied because of its superior conductivity, biocompatibility and enhanced strain match with soft tissue 10, 11 . Previous reports have indicated that PEDOT possesses superior electrochemical stability 12 and high sensitivity to the electrode surface as a result of its increased surface to volume ratio 9, 13 .
However, in most studies, in situ electrochemical polymerization of PEDOT films for use as microelectrode coatings is carried out [14] [15] [16] . In this study we develop a novel method for the production of microelectrode coatings using simple covalent attachment of the polymer nanocomposite. A strong covalent binding of the polymer may improve the durability and reversibility of the microelectrode array surface coatings. To generate a polymer with functional surface chemistry, it is possible to modify the chemical structure of the 3,4-ethylenedioxythiophene (EDOT) monomer 11, 17 and to copolymerize two or more suitably functionalized monomers to obtain conducting polymers with properties intermediate to those of the individual polymers 18 .
Among these functional groups, carboxylic acids provide a particularly facile means of functionalizing monomers 19 . We have therefore utilized a simple carboxylic acid functionalized carboxylated EDOT (EDOT-COOH) monomer chemically polymerized with EDOT unit monomer,
(1:3) molar ratios respectively. Thus, the inclusion of a carboxylic acid functional group enables the generation of copolymer coatings, thereby manipulating the surface concentration of the COOH groups and their chemical modifications with organic molecules. Correspondingly, a newly synthesized conductive copolymer poly(EDOT 3 :EDOT-COOH 1 ) was used as the electrode modification material in this study. In order to enhance the electroactivity of neural electrodes, we doped chemically functionalized oxidized multi-walled carbon-nanotubes (MWCNTs) into the corresponding conducting copolymer matrix.
Recent investigations have begun addressing the issue of the effects of conducting polymers and carbon nanotube (CNT) substrates on neural growth 8, 20 .
CNTs provide an excellent nanoscale tool to improve neuron-electrode coupling efficiency 17, 21 due to various surface properties such as polarity, roughness, chemistry and charge 18, 19, 22, 23 .
In 
Impedance spectroscopy
Impedance spectroscopy (IS) was carried out to determine the frequency dependence of impedance.
Measurements were performed before and after nanomaterial deposition using a Bio-Logic potentiostat controlled by an EC-Lab® platform. Measurements were made in a saline solution using a sinusoidal stimulus with Vpp = 20 mV.
Spiral ganglion explant preparation
5-8 day-old mice pups (C57/Bl6) were used for the study. .
Custom-made
Labview software (National Instruments, Switzerland) was used to control the A/D card (NI-DAQcard, AT-MIO-64E-3, National Instruments, Switzerland). Data were digitized at a rate of 6 kHz with 12-bit resolution and stored on a hard disk for offline analysis 27 . To identify current thresholds for each modification, pairs of neighboring electrodes were chosen, in which one electrode was used for stimulation and the other for recording. We first identified the responding electrodes using electrical current parameters typical of CI stimulation: a biphasic pulse with a duration of 40 µs per phase and 80µA amplitude 28 .
Immunostaining and neuronal cultures on MEA
Samples were fixed with 4% paraformaldehyde for 10 min and washed three times with PBS, then permeabilized for 5 min with 0.01% Triton-X-100 in PBS and incubated with 4% BSA in PBS (with 0.001% Triton-X-100) for 2 hours. Samples were stained for 1:200 TUJ (R&D Systems, USA) incubated overnight at 4°C. Secondary fluorescently-labeled antibody (anti mouse-Alexa
The obtained poly(EDOT 3 :EDOT-COOH 1 ) was then characterized by FTIR spectroscopy (Fig.1) . 
Oxidation of MWCNTs
The chemical oxidation of corresponding MWCNTs has been optimised using statistically significant design-of-experiments methods (DOE) 26 . The brief procedure is as follows: MWCNTs (Table 1) . Interestingly, the presence of both S and N signals confirmed the expected elemental composition of thiolated ox-MWCNTs/SH and the copolymer.
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Importantly, the S element was detected for thiolated composites while it was not observed for starting materials (data not shown). 
Functionalization of multi-electrode arrays (MEAs)
The thiol-mediated multivalent grafting afforded the requested microelectrode coating via multivalent Pt-S quasi-covalent bonding/multiphase anchoring. MEAs were coated with (i) sole sidewall-modified oxidized ox-MWCNTs/SH, (ii) sole copolymer poly(EDOT 3 :EDOT-COOH 1 )/SH and (iii) a deposition of the nanocomposite poly(EDOT 3 :EDOT-COOH 1 )/SH/ox-MWCNTs/SH (1:1 Page 11 of 24 RSC Advances wt%). Next, microelectrode arrays were rinsed with ethanol (30 ml), dried under a nitrogen flow and then immersed in a MeOH solution containing 1.0 mg/mL of the coating phases mentioned above. Argon gas was bubbled for 3 minutes (for O 2 removal) in a contacting medium. Samples were then reacted/incubated overnight using an orbital shaker (deposition cycle). After three similar deposition cycles, corresponding MEA samples were washed in EtOH three times at room temperature and dried using a dry N 2 flow.
Surface analysis of coated MEAs
Structure and characterization of the Pt surface covalent coating were obtained using HR-SEM images and elemental EDX analysis. The surface morphology of poly(EDOT 3 :EDOT-COOH 1 )/SH, ox-MWCNTs/SH and the nanocomposite poly(EDOT 3 :EDOT-COOH 1 )/SH/ox-MWCNTs/SH is represented in Fig. 3a-3c , respectively. distribution/homogeneity of the coating on the surface of the Pt electrode. Ox-MWCNTs/SH are distributed throughout the copolymer layer and the novel nanocomposite has a rough and porous morphology. Rough surfaces are known to promote cell growth better than smooth ones, and therefore a very rough electrode surface is desirable 24, 25 . Interestingly, EDX analysis of the ox-MWCNT/SH-coated Pt surface showed S peaks arising from the thiol atoms presented in cysteamine and covalently bound to the Pt surface. Also, no metallic contaminations of oxMWCNTs/SH were presented because of the oxidation treatment performed on the bare MWCNTs (Fig. 3b) .
Impedance characterization of modified electrodes
The electrode surfaces were additionally characterized by impedance spectroscopy. Here, both the amplitudes and the phase angle of the impedance were quantified as a function of frequency over the 1 to 100 kHz range. Bode plots were obtained for all three covalent coatings: ox-MWCNTs/SH, poly(EDOT 3 :EDOT-COOH 1 )/SH and poly(EDOT 3 :EDOT-COOH 1 )/SH/ox-MWCNTs/SH (Fig. 4 ). (Table 2) . As this frequency range is used in clinical CI devices for diagnostic recording from the primary auditory neurons, the reduced impedance can increase the battery-life of the device -an important benefit for implant users. The relevance for CI stimulation is smaller, due to the high frequency range used 28 . At 46 kHz, the upper limit of CI stimulation, no improvement in impedance amplitude is observed (Table 2) . 
Importantly, the surface coatings also changed the frequency dependence of the impedance phase angle (Fig. 4) . In this case, ox-MWCNTs/SH and the nanocomposite poly(EDOT 3 :EDOT-COOH 1 )/SH/ox-MWCNTs/SH had a large effect which shifted the phase to less negative values over the entire frequency range. The phase angle values at frequencies 1, 10 and 46 kHz are summarized in Table 2 . Large shifts at 1 and 46 kHz are observed for poly(EDOT 3 :EDOT- . This often irreversible process changes the oxidative/reduction state of some fluid components, including pH levels, which may have a detrimental effect on stimulated tissue and can even cause the apoptosis of neural cells 31 . Furthermore, such an increase in capacitance can widen the current charge-injection limits of 210 µC/cm 2 nominally recommended for continuous stimulation with platinum electrodes, since reduced capacitive Table 3 : Double-layer capacitance (Q) of modified and non-modified Pt electrodes determined from simultaneous fitting of Bode plots into mathematical R(QR) model of the electrode-electrolyte interface.
Evaluation of CNT or nanocomposite modifications on multi-electrode arrays using a gapless interface with murine spiral ganglion auditory neurons
In order to study, in vitro, the biological advantages of the novel Pt electrode surface covalent coating as stimulator of auditory neurons, we made use of a MEA platform that we previously developed and validated in the laboratory We assessed both spontaneous activity (Fig. 5C, 5D and 5E) and electrode-induced activity (Fig.   5F , 5G and 5H) in these cultures. The number of successful experiments, defined as MEA experiments, where at least one of the 68 electrodes showed activity, is reported in Fig. 4C and Fig.   4F , respectively. Coating the Pt electrode with ox-MWCNT/SH or the novel nanocomposite poly(EDOT 3 :EDOT-COOH 1 )/SH/ox-MWCNT/SH led to an increase in the number of successful experiments. Additionally, we observed an increase in the number of electrodes detecting spontaneous activity (Fig. 5D ) and electrode-induced activity ( Fig. 5G ) with both modifications, however significance was only achieved in case of ox-MWCNT/SH. We further analyzed the firing rate of neurons cultured on MEAs as well as the current threshold at which each type of electrode induced a response. No significant differences were observed concerning the firing rate of neurons on MEAs (Fig. 5E ), indicating that intrinsic SG neuronal activity is not affected by this modification. Finally, we analyzed ca. 20 independent electrode pairs, using six different experiments. Briefly, one electrode of the pair was used for stimulation and the second for recording. Stimulus amplitude was lowered in 5 µA steps until the responding electrode failed to detect neuronal activity. The supra-threshold level was then reported for each electrode.
Unmodified Pt electrodes displayed a significantly higher threshold than most of the other electrodes (50.24µA ± 5.3). Introducing the nanocomposite coating onto the same Pt electrode enabled the reduction of the energy needed for neuronal stimulation (39µA ± 2). While a statistically significant decrease in the threshold level was observed for ox-MWCNT/SH-modified electrodes (Fig. 5H ). Both types of modification increase the percentage of electrodes (37% and 43.7 % compared to 14.3%) responding with a current threshold below 30 µA considered low for our culture type 32 .
MEA electrodes, which are small (40x40 µm and up to 7x7 µm), designed to achieve high spatial resolution, have the drawback of having relatively high specific impedance. Increasing the surfaceto-area ratio of the electrode, as shown here with the two surface modification, allows for a significant reduction in impedance and background noise 33 . A higher number of responding electrodes, detecting spontaneous or stimulation-induced activity, was found in MEAs modified with MWCNT and NC. However, we did not observe any changes in intrinsic neuronal firing features after electrode modification, as reported previously 34 . Notably, no negative effects were observed on the SGN culture during the culturing (18 days).
In conclusion, novel nanocomposites may seriously improve the overall performance of currently used smooth Pt electrodes in Cis, as confirmed here through ex vivo tests with corresponding modified MEAs. 
Conclusion
A simple covalent coating for the deposition of the poly(EDOT 3 :EDOT-COOH 1 )/SH/ox-MWCNT/SH nanocomposite on micro-electrodes was devised. As for the fabrication of functional electrodes, a final conductive nanocomposite was coated on Pt electrodes via multivalent Pt-S quasi-covalent bonding/multiphase anchoring and was fully characterized using HR-SEM compositional analysis. Electrode roughness was found to be significantly increased by coating with a highly conductive copolymer nanocomposite. The electrochemistry data showed a very promising reduction in electrode impedance. Reduced impedance can increase the battery-life of devices, an important benefit for implant users. However, for in vivo application, further analysis of mechanical properties, long-term stability and possibly toxicity will have to be examined. Mechanical stability will be of particular relevance in order to avoid NC detachment during CI insertion, which could result in negative effects. We show here that a modification of Pt electrodes with nanocomposites improves the recording of SGN activity on MEAs. Interestingly, we also observed a reduction in the threshold current required to induce action-potential firing, possibly through a combination of increased electrode-neuron coupling and the reduction of impedance. The nanotechnological modification of standard Pt surfaces, as used in today's clinical cochlear implant systems and in most of the commercially available multi-electrode arrays, is a promising strategy to improve the stimulation of auditory neurons in vitro, and in the long term may also be used in clinical systems to lower stimulation thresholds and background noise.
